‘ D & A Instrument Company

Sediment Instruments for All Environments

CALIBRATION CERTIFICATE

Customer; USGS - Alaska Science Center, Glacier Bay

Instrument Model: 0OBS-3
Serial Number: 055
Type of Calibration: X | Formazin

Number of Standard Values: Three

Calibration Data

Standard Value

0.2NTU

Sediment

Output

0.005V +/- 0.005V

107 NTU

2.060V +/-0.010V

250 NTU

4.9986V +/- 0.020V

Date: June 24, 2002

Certified by:
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40-A Seton Road
Port Townsend, Washington 98368 USA
tolfree 800.437.8352

phone 360.385.0272 fax 360.385.0460
e-mail dainst@olypen.com
website www.D-A-Instruments.com



